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Eye Shield 

DEVICE DESCRIPTION 

Eye Shield is made of high impact resistant plastic and it is used over the eye pad 

dressing that is applied after cataract surgery or other procedures. 

INTENDED USE / INDICATION FOR USE 

Eye shield is used for a short duration to protect the patient’s eye from accidental 

injury or rubbing after a cataract surgery. 

TARGET AGE GROUP 

Use All Age Groups 

DURATION OF USE 

Transient Use (Less than 60 Minutes). It is recommended to withdraw the product 

after 60 minutes from the patient. The user is accountable for any type of problem 

taking place in case of use after 60 minutes of the same device. 

STORAGE CONDITIONS 

• Store at specified temperature and humidity (Temperature in between 10ºC 

to 40ºC and Humidity in between 35% to 65%). 

CONTRAINDICATIONS 

Not Known 

NATURE OF BODY CONTACT 

Skin 

MODE OF ACTION 

Eye shield is used for a short duration to protect the patient’s eye from accidental 

injury or rubbing after a cataract surgery. 

HOW SUPPLIED 

Eye Shield is supplied sterile, packed in a peel open pouch. Such pouch is enclosed 

within an outer printed box. The overall packing contains Eye Shield and medical 

literature insert, in an outer enclosing box, with external identification stickers. 

MATERIALS USED 

Eye Shield Clear: Polycarbonate 

Eye Shield Blue and Eye Shield Green: Polypropylene 

CAUTIONS 

Do not use the device if the sterilized package is open or damaged. 

WARNING 

• Tarun Enterprises. does not hold any responsibility if the device is reused. 

Reusing the device may cause serious problems to patients are as under: 

- 

 

 
 

a. Re-use of device may lead to microbial contamination due to presence 

of Pseudomonas. 

b. Contagious and communicable disease such as HIV, Hepatitis, contagion 

us diseases/communicable disease/undue diseases etc. 

• Only qualified medical practitioner should use the device. 

• Do not use the device if the sterilized package is open or damaged. 

• Sterility is guaranteed only when the packing is neither opened nor damaged. 

• Do not re-sterilize the device by any method. Tarun Enterprises assumes no 

liability for devices that have been re-sterilized. 

• Do not reuse the device. 

• Read instruction before use. 

• Store at specified temperature and humidity. 

• The used Eye Shield and pouch should be disposed off in compliance with the 

local regulatory requirements. 

• Do not use the device after sterility expiry date. 

• For External use only. 

• Keep out of reach of children. 

PRECAUTIONS 

• When handling the product care should be taken to avoid damage from 

handling. Avoid crushing and crimping damage to the product due to 

application of surgical instruments such as forceps etc. 

DIRECTION FOR USE 

• Wash your hands 

• Position the patient comfortably with head supported. 

• Avoid distraction for yourself and the patient. 

• Ensure good lighting. 

• Always explain to the patient what you are going to do 

• Place the eye shield over the eye with the curved side against nose 

• Put the shield in place with tape across the top of the shield. The tape 

should go from the middle of forehead to the middle of ear. 

• Apply a second and third piece of tape to ensure the shield lies firmly 

 
 
 

DEVICE LIFE 

The expiration date of the product is the sterility expiration date. The product 
should not be used after the indicated sterility expiration date. 

RETURN OF DAMAGED PRODUCT 

Return the product in its original packing identified by the batch number, purchase 
information, your reference and reason for return. Please contact your local 
distributor office regarding product return/exchange. 

 
 

REPORTING 

Adverse events and/or potentially sight-threatening complications that may 
reasonably be regarded as product related and that were not previously expected 
in nature, severity or incidence must be report to Tarun Enterprises. 

DISPOSAL OF THE USED DEVICE 

The used device should be disposed off in compliance with the local regulatory 
requirements. 
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 TARUN ENTERPRISES 
                         Works: Shed No. E 20, NSIC Campus, Mirzapur Road, Naini,       
                                       Prayagraj-211009, UP, India 
                        Regd. Office: 8/8, Strachy Road, Allahabad-211001, Uttar Pradesh,  
                                    India 
                              Customer Care No.: +91-8176080204 
                             Email: info@optitecheyecare.com Website: www.optitecheyecare.com 
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      MED DEVICES LIFESCIENCES B.V. 
      Keizersgracht 482, 1017EG  
      Amsterdam, The Netherlands  
      Email: info@meddevices.net  
      Phone: +31-202254558 
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